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“One-drop-of-blood” electroanalysis of lead levels
in blood using a foam-like mesoporous polymer
of melamine–formaldehyde and disposable
screen-printed electrodes†
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A foam-like mesoporous polymer of melamine–formaldehyde

(mPMF) was synthesized and further deposited on disposable

screen-printed electrodes (SPEs) for the electroanalysis of Pb2+

ions in blood. Investigations indicate that the prepared mPMF

is ultrastable in water, showing a mesoporous structure and

an amine-rich composition, as characterized by electronic

microscopy images and IR spectra. Importantly, it possesses a

highly-selective chelating ability and a powerful absorbent

capacity for Pb2+ ions. By way of solid-state PbCl2 voltammetry,

the mPMF-modified sensor could allow for the detection of Pb2+

ions in one drop of blood with a high detection selectivity, sensi-

tivity (down to about 0.10 μg L−1 Pb2+ ions) and reproducibility.

Such a simple “one-drop-of-blood” electroanalysis method

equipped with disposable SPEs and a portable electrochemical

transducer can be tailored for the field-deployable or on-site

monitoring of blood Pb2+ levels in the clinical laboratory.

Lead (Pb) is a toxic heavy metal commonly found in the
natural environment and in some consumer products.1 The
exposure of the human body to lead usually occu4s through
ingestion, inhalation or dermal contact, and thus almost every-
one has some measurable level of lead in their blood.2 When
lead enters a human’s bloodstream it may elevate their blood
lead level, which can result in lead poisoning and certain
serious diseases. For example, children are prone to the health
effects of lead, causing potentially permanent learning and be-
havioral disorders.3 As of 2012, the Centers for Disease Control
and Prevention (US) has set the standard levels of lead poison-

ing and elevated blood lead for adults and children to be
about 100.0 µg L−1 and 50.0 µg L−1, respectively.4 Methods to
evaluate blood lead levels and thus ensure timely treatment so
as to avoid lead poisoning are of great importance. To date,
many detection methods have been applied for detecting
blood lead ions, and most are based on atomic absorption
spectroscopy (AAS)5 and inductively coupled plasma mass
spectrometry.6–8 However, these sensitive methods generally
require expensive instruments, professional skill and compli-
cated sample pretreatment, which may be limiting for the in-
site evaluation or monitoring of lead poisoning. Therefore,
developing a simple, fast, sensitive, selective and field-deploy-
able detection method for probing blood lead levels has
become an interesting and attractive target to pursue.

Electrochemical detection technologies, which are of low
cost and which possess high sensitivities, easy operation and
portable devices for on-site applications, have been widely
applied for the detection of Pb2+ ions.9,10 For example, anodic
stripping voltammetry in combination with mercury drop elec-
trodes or mercury film electrodes was established for the sensi-
tive detection of Pb2+.11–14 However, the toxicity of mercury
might cause it to be undesirable for wide sensing applications.
Additionally, most solid electrodes reported so far encounter
some drawbacks, such as a troublesome modification pro-
cedure, risk of cross-contamination, electrode poisoning and
cost ineffectiveness. Alternatively, screen-printed electrodes
(SPEs) have been increasingly employed in electrochemical
analysis strategies due to their outstanding advantages over
conventional solid-state electrodes, such as being cost
effective, disposable, easy to carry and simple to modify, and
thanks to their potential for mass production.15–18 Particularly,
the miniaturized size of SPEs can allow for on-site tests using
volume-saving samples such as one drop of blood. Moreover, a
variety of functional species, such as bismuth,19,20 gold,21,22

antimony,23 diazonium salts,24,25 graphene26 and multiwalled
carbon nanotubes,27 etc., have been employed to modify SPEs,
with the aim to facilitate the sensitive detection of Pb2+ ions
in different matrices. However, these surface modification
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methods can suffer from limited stabilities and detection per-
formances in addition to complicated preparation routes and/
or expensive reagents.

In recent decades, porous organic polymers have rapidly
emerged for their use in diverse applications, such as catalysis,
adsorption, separation, sensors and biotechnology.28 As an
important example, a mesoporous polymer of melamine–for-
maldehyde (mPMF), which is generally prepared via a polycon-
densation reaction using melamine and formaldehyde, can
possess many interesting physicochemical properties, such as
a high aqueous stability, large surface area, efficient catalysis
and fast absorption kinetics.29–32 In particular, mPMF has
been recognized to present a considerably high absorption
capacity for Pb2+ ions.32 To the best of our knowledge,
however, the outstanding absorption ability of mPMF has not
yet been applied to the detection of Pb2+ ions. In the present
work, mPMF was successfully synthesized and further de-
posited on disposable SPEs for the direct probing of lead levels
in one drop of blood with high sensitivity and selectivity by
electrochemical square-wave voltammetry (SWV) of solid-state
PbCl2.

The morphological structure of mPMF was first examined
by transmission electron microscopy (TEM) imaging, showing
foam-like mesoporous characteristics for the mPMF scaffolds
(Fig. 1A). Meanwhile, scanning electron microscopy (SEM)
images disclose that mPMF deposited on SPEs affords a meso-
porous matrix and a rough surface (Fig. 1B), leading to a large
surface area and potentially high absorption of the target Pb2+

ions. Furthermore, the chemical composition of mPMF was
examined by FT-IR spectroscopy (Fig. S1†). The IR bands at
1570 cm−1 and 800 cm−1 can be attributed to a CvN stretch-
ing vibration and a triazine ring, respectively, and the bands at
3467 cm−1 and 3419 cm−1 can be attributed to the –NH anti-
symmetric stretching vibration. Accordingly, triazine rings and
aminal (–NH–CH2–NH–) functional groups are thought to exist
throughout the mPMF matrix, serving as strong chelating
ligands for the capture of Pb2+ ions.32 Therefore, mPMF, with
its mesoporous structure, large surface area and high amine-
chelating capacity, could be applied as an ideal absorbent for
its deposition on electrodes for the sensing of Pb2+ ions.

The electroanalytical performances of the mPMF-modified
SPEs were investigated for the sensing of Pb2+ ions and com-
pared with those of chitosan-modified electrodes (Fig. 2),
chitosan being a common absorbent with amine groups used

for adsorbing certain metal ions including Pb2+.33,34 As shown
in Fig. 2A, the mPMF-modified SPE could exhibit a much
larger SWV response to Pb2+ ions (curve d) than the chitosan-
modified one (curve c) or the bare one (curve b). In addition,
the control test indicates that the mPMF-modified SPE showed
no response in the absence of Pb2+ ions (curve a). These data
confirm that mesoporous mPMF with Pb2+-chelating amine
groups could afford a highly selective and large Pb2+-absorp-
tion capacity so as to endow the mPMF-modified SPEs with a
greatly enhanced electrochemical response to Pb2+ ions. More-
over, it was experimentally found that the supporting electro-
lytes could also play a vital role in the electrochemical analysis
of Pb2+ ions. Fig. 2B shows a comparison of the SWV responses
of the mPMF-modified SPEs in several supporting electrolytes,
including phosphate buffer saline (PBS), KCl, NaCl, NaAc and
KNO3. It is clear that larger stripping currents and sharper
peak definitions were obtained for the Pb2+ responses when
using the chloride-containing electrolytes, i.e., sodium chlor-
ide and potassium chloride. The enhanced electrochemical
signal output may presumably result from the formation of
slightly soluble PbCl2, which might conduct more sensitive
solid-state stripping voltammetry, as reported previously for
AgCl.35–37 Also, the peak currents were found to depend on the
NaCl concentration (data not shown), showing the highest
peak current for 0.10 M NaCl. It is of note that this tested
electrolyte media is consistent with physiological saline (0.9%
or about 0.10 M NaCl). Therefore, the mPMF-modified SPEs
can be tailored for the direct detection of Pb2+ ions in blood
samples.

Moreover, the voltammetric conditions of the mPMF-modi-
fied SPEs were studied with respect to detecting Pb2+ ions
(Fig. 3). As can be seen in Fig. 3A, the Pb2+ stripping signals
increased with increasing mPMF concentration up to 2.0 mg
mL−1, after which they decreased slightly, presumably due to
an increase in electron-transport resistance. Furthermore, the
effect of pH on the SWV response was explored, with the
biggest response obtained at pH 6.0 (Fig. 3B). This could be
explained by the fact that the amine groups of mPMF might be
protonated at lower pH values, thereby increasing the electro-
static repulsion of Pb2+ ions approaching the mPMF-modified
SPEs. A decrease in the stability of the mPMF absorbent might
also occur at lower pH values. In contrast, too high a pH value

Fig. 1 (A) TEM image and (B) SEM image of mPMF prepared in suspen-
sion or deposited on a SPE, respectively.

Fig. 2 (A) SWV responses to Pb2+ ions (20 μg L−1) in 0.10 M NaCl (pH
6.0) for (b) bare SPEs, (c) chitosan-modified SPEs and (d) mPMF-
modified SPEs, with (a) as the control (no Pb2+ ions); (B) SWV responses
to Pb2+ ions (20 μg L−1) for the mPMF-modified SPEs in different sup-
porting electrolytes (0.10 M).
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might cause the Pb2+ ions to hydrolyze and precipitate. In
addition, the SWV responses to Pb2+ ions were found to be
dependent on the electrochemical deposition potentials
(Fig. 3C) and deposition time (Fig. 3D). By compromising, an
optimal deposition potential of −1.2 V and a time of 120 s
were selected for the electrochemical Pb2+ sensing.

The electroanalysis of Pb2+ ions was carried out under
the optimized conditions, showing a linear detection range
of 1.0–100 µg L−1 (Fig. 4A). Herein, a linear equation of
I = 0.1376C + 0.2904 (R = 0.9979) was obtained and the limit
of detection (LOD) was estimated to be about 0.10 µg L−1,
which is lower than those for most SPEs modified with
other sensing materials (Table S2†). Subsequently, the mPMF-
modified SPEs were applied for the detection of blood Pb2+

ions using one drop of blood for each measurement, each
with different Pb2+ concentrations (Fig. 4B). Accordingly, the
amount of Pb2+ ions in blood could be quantified in the linear
range of 1.0–50 µg L−1.

Furthermore, the feasible applicability of the proposed
mPMF sensor for the practical detection of Pb2+ ions in blood
samples was assessed using recovery tests, and compared with
the AAS technology (Table S1†). Results indicate that the deve-
loped eletroanalysis method could be comparable to the
classic method for the detection of Pb2+ ions in blood.

In addition, the interference of other ions which possibly
co-exist in blood samples was evaluated (Fig. 5A). It was noted
that the addition of 1000-fold excess concentrations of K+,
Mg2+, Ca2+, Fe2+, Fe3+, NO3

−, SO4
2− or PO4

3− ions caused no
significant interference to the Pb2+ response. Also, 100-fold
excess concentrations of Cu2+ and Hg2+ ions could induce devi-
ations of within ±10% only in the electrochemical Pb2+

response. In addition, the selective detection of Pb2+ ions
could be achieved in the presence of at least a 20-fold excess
concentration of Cd2+ ions, showing a stripping peak well sep-
arated from that for Pb2+ ions. Such a high Pb2+ detection
selectivity could be attributed to the specific and powerful
absorption capacity of amine-functionalised mPMF for Pb2+

ions, where the nitrogen atoms of the mPMF unit can bind
with Pb2+ ions in a 1 : 4 complexation mode,32 as schematically
illustrated in Fig. 5B.

The reproducibility of the mPMF-modified SPEs for the
detection of Pb2+ ions was investigated by monitoring the
anodic peak responses to Pb2+ ions using six independent
SPEs which were prepared from different batches (Fig. S2A†).
The relative standard deviation was found to be about 4.58%
for six repetitions. The storage stability of the mPMF-modified

Fig. 3 The electrochemical SWV responses of the mPMF-modified
SPEs to Pb2+ ions (30 μg L−1) depending on (A) concentration of mPMF,
(B) pH value, (C) deposition potential and (D) deposition time.

Fig. 4 SWV responses of the mPMF-modified SPEs to Pb2+ ions with
different concentrations in (A) 0.10 M NaCl (pH 6.0) and (B) spiked
blood, with the corresponding calibration plots (insets).

Fig. 5 (A) The SWV responses of the mPMF-modified SPEs to Pb2+ ions
(40 μg L−1) as current ratios (Is/I0) in the presence of 1000-fold excess
concentrations of K+, Mg2+, Ca2+, Fe2+, Fe3+, NO3

−, SO4
2− and PO4

3−

ions, 100-fold excess concentrations of Cu2+ and Hg2+ ions, and a 20-
fold excess concentration of Cd2+ ions, where Is and I0 refer to the SWV
currents of Pb2+ ions in the presence and absence of interfering metal
ions, respectively; (B) schematic of the possible interactions between
Pb2+ ions and the mPMF deposited on the SPEs.
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SPEs was examined over different time intervals by comparing
the responses to 40 µg L−1 of Pb2+ ions during 30 days
(Fig. S2B†). No observable change was witnessed over the
testing period, revealing a satisfactory stability for the detec-
tion of Pb2+ ions due to the excellent aqueous stability of
mPMF. In addition, the detection performances of the mPMF-
modified SPEs were systematically compared with those of
SPEs modified with other sensing materials (Table S2†). The
results indicate that the developed mPMF sensor could
present some advantages over most other detection methods
for the sensing of Pb2+ ions.

In summary, mPMF was successfully synthesized with a
foam-like mesoporous structure, high surface area, large
amine density and aqueous ultra-stability. The mPMF-modi-
fied SPEs developed presented some outstanding advantages
over the traditional detection technologies for the probing of
Pb2+ ions in blood. Firstly, the highly selective chelating ability
(1 : 4 complexation mode) and large absorption capacity of the
mPMF for Pb2+ ions could endow the mPMF SPEs with the
practical electroanalysis of blood Pb2+ ions with a high detec-
tion selectivity and sensitivity. Secondly, the aqueous ultra-
stability and fast absorption kinetics of mPMF bestowed the
resulting sensor with rapid responses and a considerably high
reproducibility and stability for Pb2+ detection. Thirdly, the
ultra-sensitive signal output of solid-state PbCl2 voltammetry
allowed for greatly enhanced Pb2+ electroanalysis perform-
ances as compared with the classic methods such as AAS
technology. Forthly, the use of cheap and disposable SPEs as
size-miniaturized sensing platforms allowed for Pb2+ analysis
with significantly volume-saving samples, such as one drop of
blood, which in combination with portable electrochemical
transducers should allow for on-site testing. Therefore, the
developed “one-drop-of-blood” electroanalysis candidate is
promising for the extensive applications of real-time tests of
blood lead levels in clinical diagnostics.
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